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MISSOURI DEPARTMENT OF HEALTH GREATH ALCOHOL PROGRAM

STATE PUBLIC HEALTH LABORATORY

%Y DATAMASTER MAINTENANCE REPORT JUN=3 2009
Compleia this report in dupficate at the time of e Tagurar moninly preventive malntenanca check. whenever instrament|
is repaired, Send copy 1o Department of oalth; retain original in department tile. m?gs g I?’" ['ef f![‘:ﬁu_f“l i_ s
DATAMASTERSN DATE OF INSPECTION
204142 Inventory Number 127252 06-02-09

[ OOATION OF INSTRUMENT (STAECT ANO o TIME OF INSPECTION

Washington County Sheriffs Depariment, Potosi, Missouri 1757
CHECKLIST: Piace a check () 1o the tell of each item if found 1o be satisfactory or il operating within established limits, (Write
in obsarved valugs whare determined.) Unchecked items must be corrected befora using instrument.

) DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

7] COMPUTER _ # oeTeECTOR

PROGRAM o ¥} FILTERS

K] HEATERS SAMPLE CHAMBER __50 “G ) QUARTZ STANDARD |
FLOW DETECTOR GALIBRATION

(7] PUMP HIGH SPEED @ PRINTER

b oo e et mrmgh § e ot semcekmiw

7] INDIGATOR LIGHTS

—_——

i

K] TIME AND DATE

1 SIMULATOR TEMPERATURE (34 °C # 0.2-C}

) GALIBRATION CHECK -
Run threa tests using a standard solution. All three losts must be within 5% of the glandard value and musi have a
spread of .005 of less. Check the box corresponding to the standard solution belng used. (PRINTOUT ATTACHED) (USE

RECIRCULATION PUMP)

2 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0,105% INCLUSIVE
J 0.040% STANDARD - MUST READ BETWEEN 0.036% and 0.042% INCLUSIVE
(ONLY ONE STANDARD 15 TO BE USED PER MAINTENANCE REPCORT)

TEST 1 ™ 099 hesnz [ Jo0 TEST3I W™ 100

(7] PERFORM R.F.I. TEST (PRINTOUT ATTACHED)
—

¥} NUMBER OF REFUSALS. SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATGR TESTS)

REFUSALS 0 |{0-04) 0 {.05-.09) 0 l(.w-.n) 0 {16-.19) 0 {Over .19) 0
List any new parls and dascriba an}—aizeraiioﬁ or madificalion thal was made to reslore the instrument to cperale salisfactori-f;
and within established limits {use other side it necessacy)

This ipstument  is operating within, established limits, Replaced firmware chip 12715039 with version 04/07/09,
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Manufacture: Guth Laboratories, Inc. Lot Number: 08340 Expiration Date: 10-15-2009
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INSPECTING QFFICER
PAINT NAME

SIGNATURE
> 3&‘\3) (: ‘Z! EQ o W.D. Choate

TYPE 1l PERMIT NUMBER/EXPIRATION DAYL TELEPHONE NUMBER
820144/ 65-06-2010 (573) 431-0166
MO 680 1458 {9-24) AN LQUAL nvmm\mw-xmnumvn AGTION EMPLOVER Lap -456
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®
AFI& GUTH LABORATORIES, INC.

£90 NORTH 67th 9TREET ¢ HARRIBBURG, PA 17411 4511 ¢ TELEPHONE: 117-564-5470

LY

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcoho] Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0,1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
pumber is October 15,2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohr! and wat t used in this solution were

free of test interfering substances,

<7 s

Ted L. Pauley, President
GUTH LABORATORIES, INC.

TOTAL P. 18
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